Abstract: Practical tools which can be quickly administered are needed for measuring subtle changes in cognitive-motor performance over time. Frailty together with cognitive impairment, or 'cognitive frailty', are shown to be strong and independent predictors of cognitive decline over time. We have developed an interactive instrumented trail-making task (iTMT) platform, which allows quantification of motor planning error (MPE) through a series of ankle reaching tasks. In this study, we examined the accuracy of MPE in identifying cognitive frailty in older adults. Thirty-two older adults (age = 77.3 ± 9.1 years, body-mass-index = 25.3 ± 4.7 kg/m 2 , female = 38%) were recruited. Using either the Mini-Mental State Examination or Montreal Cognitive Assessment (MoCA), 16 subjects were classified as cognitive-intact and 16 were classified as cognitive-impaired. In addition, 12 young-healthy subjects (age = 26.0 ± 5.2 years, body-mass-index = 25.3 ± 3.9 kg/m 2 , female = 33%) were recruited to establish a healthy benchmark. Subjects completed the iTMT, using an ankle-worn sensor, which transforms ankle motion into navigation of a computer cursor. The iTMT task included reaching five indexed target circles (including numbers 1-to-3 and letters A&B placed in random order) on the computer-screen by moving the ankle-joint while standing. The ankle-sensor quantifies MPE through analysis of the pattern of ankle velocity. MPE was defined as percentage of time deviation between subject's maximum ankle velocity and the optimal maximum ankle velocity, which is halfway through the reaching pathway. Data from gait tests, including single task and dual task walking, were also collected to determine cognitive-motor performance. The average MPE in young-healthy, elderly cognitive-intact, and elderly cognitive-impaired groups was 11.1 ± 5.7%, 20.3 ± 9.6%, and 34.1 ± 4.2% (p < 0.001), respectively. Large effect sizes (Cohen's d = 1.17-4.56) were observed for discriminating between groups using MPE. Significant correlations were observed between the MPE and MoCA score (r = −0.670, p < 0.001) as well as between the MPE and dual task stride velocity (r = −0.584, p < 0.001). This study demonstrated feasibility and efficacy of estimating MPE from a practical wearable platform with promising results in identifying cognitive-motor impairment and potential application in assessing cognitive frailty. The proposed platform could be also used as an alternative to dual task walking test, where gait assessment may not be practical. Future studies need to confirm these observations in larger samples.
Sensors 2018, 18, 926 2 of 14 approximately 47.5 million persons worldwide [2] [3] [4] . This number is projected to increase to 75.6 million by 2030 and 135.5 million by 2050 [3] . This has created an urgent need for a robust and quickly-administered cognitive assessment tool capable of identifying individuals in the earliest stages of cognitive decline and measuring subtle changes in cognitive-motor performance over time [5] . Early diagnosis of mild cognitive impairment (MCI) and detection (or 'measuring') of its subtle progression over time may allow early intervention and prevention of further cognitive and functional decline [6] . In this context, frailty together with cognitive impairment (known as 'cognitive frailty' [7] ) has been shown to be a strong and independent predictor of cognitive decline over time [1, 8, 9] .
The concept of 'frailty' is used to identify homeostenotic older adults with low physiological reserves and vulnerability to illness and high risk of disability, institutionalization, and death [10, 11] . A recent systematic review identified 67 frailty instruments total; of these, nine were highly-cited (≥200 citations) [12] . Among these, the Physical Frailty Phenotype [10] was the most used frailty instrument in the research literature, followed by the Deficit Accumulation Index [11] . The Physical Frailty Phenotype is based on five criteria (weight loss, exhaustion, low physical activity, weak grip strength, and slow walking speed) [10] . The Deficit Accumulation Index is based on a count of 70 accumulated deficits, including the presence and/or severity of diseases, ability in activities of daily living, and physical signs from clinical and neurological examinations [11] . While both assessments have shown to be accurate for identifying older adults with low resilience and high vulnerability independent of comorbidities and disability [13, 14] , they all neglect assessing cognitive performance, including working memory and executive function. The cognitive assessment could add complementary information (in addition to frailty) to determine healthy aging trajectory as well as post intervention health outcomes. For example, previous studies have suggested that cognitive performance is an independent risk factor influencing adverse health outcomes after major surgical intervention [15, 16] .
A recent study by Kelaiditi et al. [9] demonstrated that measures of frailty can be used to identify individuals with Alzheimer's disease (AD) who have a greater risk of cognitive decline and loss of independence. An association between cognitive impairment and specific frailty criteria such as gait speed has been demonstrated [17] . Similarly, several studies have suggested that cognitive and motor declines are independent key predictors of dementia in the geriatric population [8, 18, 19] .
Despite this evidence described above, cognitive impairment and frailty are still assessed and studied separately, mainly because conventional cognitive performance assessment tools do not take into account motor performance (an indicator of frailty), and vice versa. In addition, the current motor or cognitive performance assessment tools often neglect characterization of anticipatory motor planning, an important factor that influences ability to accomplish instrumental activities of daily living (iADL) [20] [21] [22] .
Studies based on motor learning paradigms highlight the importance of characterizing anticipatory motor planning as an important factor that influences daily motor skills and cognitive performance [23, 24] . Most of iADLs rely on the individual's anticipatory planning abilities to appropriately plan movements prior to executing them. For example, to successfully accomplish a behavioral goal such as reaching for a piece of fruit, two problems must be solved: to select which fruit to reach for and to specify the parameters of the reach, such as its direction and extent [24] . Studies on primary motor cortex, premotor cortex, and supplementary motor area have demonstrated that human brains can plan and control physical movement ahead of physical body action [25] [26] [27] . It is well established that anticipatory planning abilities improve as a function of age, reaching adult-like levels in late childhood to early adolescence. It then rapidly declines to levels observed in young children, in very old adults, particularly in those with frailty and/or cognitive impairment [28] . It has been postulated that the decrease in anticipatory motor planning abilities in older adults is associated with decline in cognitive skills [28] , a theory supported by brain imaging research in which an association between deterioration in frontal and parietal white matter and fine motor dexterity was reported [29, 30] . Recently, Stockel and colleagues [28] have demonstrated that up to 64% of the variance in motor planning performance across age groups can be explained by the cognitive functions of processing speed, response planning, and cognitive flexibility. They have postulated that anticipatory motor planning abilities are strongly influenced by cognitive control processes, which seem to be key mechanisms compensating for age related decline.
To address the practical barriers for clinical use of cognitive-motor assessment tools as well as incorporating a practical method to quantify motor planning, we have developed a novel cognitive frailty measurement tool call instrumented trail-making task (iTMT). The iTMT is based on the combination of a low-cost wearable sensor attached to patient's lower shin and interactive interface technology. The design of the system is inspired by the conventional trail-making test (TMT), which is a useful test to determine cognitive impairment [31] . The second component of the system is an ankle reaching test performed in a virtual environment, which allows for quantification of motor performance and motor planning error. The proposed system provides a unique opportunity to determine cognitive frailty by enabling simultaneous and rapid measurement of both cognitive and motor performance. In our previous study [32] , we have demonstrated the effectiveness of the iTMT to determine cognitive impairment by measuring the time duration needed to complete the test.
In addition, we have demonstrated that by measuring the ankle velocity during the reaching task, we can also distinguish pre-frail individuals and frail individuals from non-frail individuals. In the present study, we extended our iTMT approach by quantifying anticipatory motor planning error. We extracted the motor planning error (MPE) through measuring ankle velocity patterns during the ankle reaching task. Our hypothesis was that; due to anticipatory motor planning performance decline associated with cognitive impairment, older adults with cognitive impairment would have iTMT MPEs larger than those of elderly without cognitive impairment as well as those of young-healthy subjects.
Methods

Study Population
Thirty-two ambulatory older adults (age 65 years or older) were recruited in this study. According to the Mini-Mental State Examination (MMSE) (cutoff score of 23 or less [33] ) or Montreal Cognitive Assessment (MoCA) (cutoff score of 25 or less [34] ), 16 subjects were classified as cognitive-intact, and 16 were classified as cognitive-impaired. To compare the iTMT results between young and older adults, as well as to establish a healthy benchmark, 12 young-healthy ambulatory subjects with ages ranging from 21 to 34 years were also recruited. Subjects were excluded from the study if they were unable to walk a distance of 20 m with or without walking assistance; had visual problem, limiting their ability to interact with a computer screen; had lower extremity problems, limiting their ability to perform ankle movement needed for the purpose of this study; or had severe balance impairment, limiting their ability to independently stand. Those who could stand behind a chair and perform the iTMT test by holding the chair were not excluded. All subjects signed a consent form for this study. This study was approved by the local institutional review boards.
Demographic Information
All subjects' demographics were collected, including age, gender, body mass, height, body-mass-index (BMI), history of falls, and history of depression. Subjects self-reported any fall incidents and number of falls in the past year. The Center for Epidemiologic Studies Depression (CES-D) short-version scale was used to measure self-reported depression symptoms. A cutoff of CES-D score of 16 or greater was used to identify subjects with depression.
Instrumented Trail-Making Task (iTMT)
We designed the iTMT platform (Figure 1 ) based on a wearable sensor (LEGSys™, Biosensics LLC, Watertown, MA, USA), which has a triaxial accelerometer, triaxial gyroscope, and triaxial magnetometer for the purpose of estimating angles and positions. The wearable sensor was attached to the lower shin for tracking three dimensional ankle motion (Figure 1) . The real-time data was acquired and transmitted at 100-Hz frequency to an interactive computer interface (developed based on MATLAB ® 2013b and Psychophysics Toolbox Version 2.54) installed on a standard computer ( Figure 1 ). The subject could navigate a cursor from a home circle to target circles appearing on the computer screen using ankle rotation.
can be tracked. By rotating the ankle joint, the subject could navigate the cursor to the center of target circles with alternating numbers and letters. Specifically, the subject navigated the cursor to the center of the first target circle (with the number '1' inside). The target circle would explode with a reward sound once the cursor stopped in the middle of the target circle. Then the subject navigated the cursor back to the center of the home circle, then to the second target circle (with the letter 'A'), then back to the home circle, then to the third target circle (with the number '2'), and so forth until the end. To efficiently accomplish the test with minimum time to reach all targets, the subject should have optimum motor planning prior to executing the task. For example, to successfully reach a target, two problems should be solved: to select which target to reach for (i.e., working memory task) and to specify the parameters of the reach, such as its direction and extent. In addition, to minimize the time to reach a target, the subject should determine optimum time to decelerate ankle movement so as stop perfectly at the center of the target without re-adjustment. Figure 1 . An illustration of the instrumented trail-making task (iTMT) platform with both numbers (1, 2, and 3) and letters (A and B) randomized in the target circles. One inertial sensor-including a triaxial accelerometer, a triaxial gyroscope, and a triaxial magnetometer-was attached to the subject's lower shin using a comfortable elastic band. The sensor allows measurement of threedimensional motion of the ankle joint in real time. The instantaneous measured joint angle with a sample frequency of 100-Hz was wirelessly transferred to a computer, using low-power Bluetooth, to create an interactive interface for the purpose of the interactive iTMT test. For safety purposes, a research coordinator was in the room supervising the iTMT test at all times. After starting the iTMT test, the research coordinator did not provide any guidance. The interactive interface provided the necessary guidance and instruction to complete the test. An illustration of the instrumented trail-making task (iTMT) platform with both numbers (1, 2, and 3) and letters (A and B) randomized in the target circles. One inertial sensor-including a triaxial accelerometer, a triaxial gyroscope, and a triaxial magnetometer-was attached to the subject's lower shin using a comfortable elastic band. The sensor allows measurement of three-dimensional motion of the ankle joint in real time. The instantaneous measured joint angle with a sample frequency of 100-Hz was wirelessly transferred to a computer, using low-power Bluetooth, to create an interactive interface for the purpose of the interactive iTMT test. For safety purposes, a research coordinator was in the room supervising the iTMT test at all times. After starting the iTMT test, the research coordinator did not provide any guidance. The interactive interface provided the necessary guidance and instruction to complete the test.
In the iTMT test, six circles appeared on the screen: one home circle in white and five target circles in yellow. The target circles were located in a fanwise position in front of the home circle ( Figure 1 ). The five target circles were randomly marked with numbers (1, 2, and 3) and letters (A and B). At the beginning of the iTMT test, the cursor position was automatically calibrated to the center of the home circle. The iTMT required weight shifting in forward/backward or sideward/diagonal direction, while standing with both feet on the ground in front of the computer screen ( Figure 1 ). To perform the iTMT, the subject would control the movement of ankle joints while maintaining balance. This could be achieved by moving the hip joint in opposite direction of ankle motion (reciprocal compensatory strategy) [35] . Ankle motions on the left foot and right foot are consistent, therefore by attaching just one sensor on one lower shin, three dimensional ankle motion can be tracked. By rotating the ankle joint, the subject could navigate the cursor to the center of target circles with alternating numbers and letters. Specifically, the subject navigated the cursor to the center of the first target circle (with the number '1' inside). The target circle would explode with a reward sound once the cursor stopped in the middle of the target circle. Then the subject navigated the cursor back to the center of the home circle, then to the second target circle (with the letter 'A'), then back to the home circle, then to the third target circle (with the number '2'), and so forth until the end. To efficiently accomplish the test with minimum time to reach all targets, the subject should have optimum motor planning prior to executing the task. For example, to successfully reach a target, two problems should be solved: to select which target to reach for (i.e., working memory task) and to specify the parameters of the reach, such as its direction and extent. In addition, to minimize the time to reach a target, the subject should determine optimum time to decelerate ankle movement so as stop perfectly at the center of the target without re-adjustment.
iTMT Motor Planning Error
We extracted the motor planning error based on ankle velocity pattern measurements during the ankle reaching task. MPE was defined as percentage of time deviation between subject's maximum ankle velocity and the optimal maximum ankle velocity, which is halfway through the reaching pathway ( Figure 2 ). In summary, to minimize the iTMT time, which requires bringing a computer cursor (square shape) from a home circle and stopping at the middle of the target circle (which was defined as the end of a reaching task), the subject should reach maximum ankle velocity at the middle of the reaching pathway and then decelerate to be able to stop at the middle of the target without the need for re-adjustment. Therefore, the ideal ankle velocity curve is a bell shape (indicator of a healthy feedforward performance). Based on our definition, the iTMT MPE can range from 0 to 50%. 0% indicates that the peak ankle velocity appears at the mid-pathway (optimum motor planning). 50% indicates that the peak ankle velocity appears at the beginning or end of target reaching. Figure 2A -C show ankle velocity curves of a typical young-healthy subject, elderly cognitive-motor intact subject, and elderly cognitive-motor impaired subject, respectively. For the typical young-healthy subject with good cognitive perception coordinated with good motor performance, the peak ankle velocity appears very close to the mid-pathway, and the iTMT MPE is very small (Figure 2A ). For the typical elderly cognitive-motor intact subject, the peak ankle velocity is lower than the young-healthy subject, and the iTMT MPE is moderate ( Figure 2B ). For the typical elderly cognitive-motor impaired subject with poor cognition and uncoordinated motion, the peak ankle velocity appears very early or very late, and the iTMT MPE is large. Multiple ankle velocity peaks can be observed in Figure 2C . 
We extracted the motor planning error based on ankle velocity pattern measurements during the ankle reaching task. MPE was defined as percentage of time deviation between subject's maximum ankle velocity and the optimal maximum ankle velocity, which is halfway through the reaching pathway (Figure 2 ). In summary, to minimize the iTMT time, which requires bringing a computer cursor (square shape) from a home circle and stopping at the middle of the target circle (which was defined as the end of a reaching task), the subject should reach maximum ankle velocity at the middle of the reaching pathway and then decelerate to be able to stop at the middle of the target without the need for re-adjustment. Therefore, the ideal ankle velocity curve is a bell shape (indicator of a healthy feedforward performance). Based on our definition, the iTMT MPE can range from 0 to 50%. 0% indicates that the peak ankle velocity appears at the mid-pathway (optimum motor planning). 50% indicates that the peak ankle velocity appears at the beginning or end of target reaching. Figure 2A -C show ankle velocity curves of a typical young-healthy subject, elderly cognitive-motor intact subject, and elderly cognitive-motor impaired subject, respectively. For the typical young-healthy subject with good cognitive perception coordinated with good motor performance, the peak ankle velocity appears very close to the mid-pathway, and the iTMT MPE is very small (Figure 2A ). For the typical elderly cognitive-motor intact subject, the peak ankle velocity is lower than the young-healthy subject, and the iTMT MPE is moderate ( Figure 2B ). For the typical elderly cognitive-motor impaired subject with poor cognition and uncoordinated motion, the peak ankle velocity appears very early or very late, and the iTMT MPE is large. Multiple ankle velocity peaks can be observed in Figure 2C . 
iTMT Time
The method for measuring the iTMT time has been described in detail in [32] . In summary, at the beginning of the iTMT test, when the cursor position is automatically calibrated to the center of the home circle, the computer program starts recording the time. At the end of the iTMT test, when the cursor position stops at the center of the last target circle (with the number '3'), the computer program stops recording the time. The recorded time period is defined as the iTMT time, which represents the total time a subject uses to complete reaching to all five indexed target circles in the correct order. Our previous study suggests that the iTMT time result is correlated with MoCA test result (r = −0.598, p = 0.001) and is effective at discriminating between those with and without cognitive impairment with large effect size (Cohen's d effect size = 1.02, p = 0.015) [32] . We have also demonstrated that the iTMT time represents mainly cognitive performance and corresponds poorly with motor performance (e.g., gait speed) [32] . To compare this marker with the innovative iTMT MPE proposed in this study, iTMT time was collected for all subjects. 
The method for measuring the iTMT time has been described in detail in [32] . In summary, at the beginning of the iTMT test, when the cursor position is automatically calibrated to the center of the home circle, the computer program starts recording the time. At the end of the iTMT test, when the cursor position stops at the center of the last target circle (with the number '3'), the computer program stops recording the time. The recorded time period is defined as the iTMT time, which represents the total time a subject uses to complete reaching to all five indexed target circles in the correct order. Our previous study suggests that the iTMT time result is correlated with MoCA test result (r = −0.598, p = 0.001) and is effective at discriminating between those with and without cognitive impairment with large effect size (Cohen's d effect size = 1.02, p = 0.015) [32] . We have also demonstrated that the iTMT time represents mainly cognitive performance and corresponds poorly with motor performance
(e.g., gait speed) [32] . To compare this marker with the innovative iTMT MPE proposed in this study, iTMT time was collected for all subjects.
Walking Test
For all subjects, wearable sensors were attached to both the left and right lower legs (LegSys™, BioSensics, Watertown, MA, USA) to measure single task and dual task gait performances. Subjects were asked to walk with their habitual gait speed for 20 m with no cognitive task (single task walking). Then, they were asked to repeat the test while loudly counting backward from a random number (dual task walking: walking + working memory test) [2, 36] . Gait speed was calculated using validated algorithms [37] [38] [39] .
Statistical Analysis
Age, height, body mass, BMI, single task walking stride velocity, and dual task walking stride velocity for each group were described using both mean ± standard deviation. Gender, history of falls, and history of depression were expressed as count (percentage). The Shapiro-Wilk test was applied to test normality of the data. One-way analysis of variance was employed for pairwise comparison according to the scale of the investigated variable and the distribution of the data. Analysis of covariance was used to compare the iTMT MPE and the iTMT time, with and without adjustment for age and BMI, among groups. Fisher's least significant difference-based post hoc test was performed for pairwise comparison to explore significant main effects and interactions. Spearman's correlation coefficients were used to evaluate the degree of association between the iTMT MPEs and conventional dual task walking stride velocity, used as a reference. p < 0.050 was considered statistically significant. All statistical analyses were performed using IBM SPSS Statistics 24 (IBM, Chicago, IL, USA).
Sample Size Calculation
We estimated prior sample size and power by performing a post hoc analysis based on the observed effect size in the previous iTMT study [32] . Considering the observed effect size of 1.02 for the iTMT time difference between cognitive-intact and cognitive-impaired in [32] , to achieve a minimum power of 80%, a minimum sample size of 13 subjects per group are required to observe a statistical significant of 5% or lower using two tails independent sample comparisons. Table 1 summarizes demographic and clinical data. The elderly subjects' ages ranged from 60 to 93 years, while the young-healthy subjects' ages ranged from 21 to 34 years. No difference between the elderly cognitive-intact group and elderly cognitive-impaired group was observed for demographic information, including gender, age, height, body mass, and BMI (p > 0.050). For the clinical examinations including history of fall and depression, no between-group difference was observed (p > 0.050). Motor performance based on single task walking did not show significant difference between the elderly cognitive-intact group and elderly cognitive-impaired group. The only significant difference between the two groups was the dual task walking stride velocity (p = 0.031). Compared to the elderly cognitive-intact group, the young-healthy group had significantly increased single task and dual task walking stride velocities (p < 0.001 and p = 0.001). Table 2 summarizes the iTMT MPE and the iTMT time for different groups, including young-healthy subjects, elderly cognitive-intact subjects, as well as elderly cognitive-impaired subjects. Table 3 and Figure 3 summarize between-group comparisons with and without adjustment for age and BMI. The iTMT MPE generated during the test was 20.3 ± 9.6% in the elderly cognitive-intact group and was significantly increased on average by 68% in the elderly cognitive-impaired group (d = 1.86, p < 0.001, Figure 3A) . The iTMT time spent by the elderly cognitive-intact group to complete the test was 25.2 ± 7.9s. It was significantly increased on average by 100% in the elderly cognitive-impaired group (d = 1.21, p < 0.001, Figure 3B ). When compared with the elderly groups, a much lower iTMT MPE (11.1 ± 5.7%, Figure 3A ) and a much shorter iTMT time (18.5 ± 2.1s, Figure 3B ) was observed for the young-healthy group. When compared with the iTMT time, the iTMT MPE had much larger effect sizes to discriminate between the three groups (Table 3) . After adjusting the results for age and BMI, the between-group difference achieved statistical significance only when comparing between the elderly cognitive-intact and elderly cognitive-impaired groups for both iTMT MPE (d = 1.26, p < 0.001) and iTMT time (d = 0.98, p < 0.001) ( Table 3) . Figure 4 illustrates the correlation between the iTMT platform and conventional cognitive assessments. In summary, a high correlation was observed between the iTMT MPE and MoCA score (r = −0.670, p < 0.001, Figure 4A ). On the same note, a high correlation was also observed between the iTMT MPE and dual task walking stride velocity (r = −0.584, p < 0.001, Figure 4B ), indicating that the iTMT MPE may be used as a surrogate for the dual task walking test. Figure 4 illustrates the correlation between the iTMT platform and conventional cognitive assessments. In summary, a high correlation was observed between the iTMT MPE and MoCA score (r = −0.670, p < 0.001, Figure 4A ). On the same note, a high correlation was also observed between the iTMT MPE and dual task walking stride velocity (r = −0.584, p < 0.001, Figure 4B ), indicating that the iTMT MPE may be used as a surrogate for the dual task walking test. Figure 4 illustrates the correlation between the iTMT platform and conventional cognitive assessments. In summary, a high correlation was observed between the iTMT MPE and MoCA score (r = −0.670, p < 0.001, Figure 4A ). On the same note, a high correlation was also observed between the iTMT MPE and dual task walking stride velocity (r = −0.584, p < 0.001, Figure 4B ), indicating that the iTMT MPE may be used as a surrogate for the dual task walking test. 
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Discussion
Cognitive and motor impairments are independent key predictors of further decline in cognitive performance, life independency, and Alzheimer's disease among geriatric population [8, 18, 19] . In this study, we investigated the feasibility and efficacy of estimating motor planning error from a practical wearable platform with promising results in identifying cognitive-motor impairment in older adults. We were able to confirm our hypothesis that the iTMT MPE is able to discriminate between elderly cognitive-intact and elderly cognitive-impaired groups. The iTMT MPE value is derived from the ankle velocity signals during trail-making and ankle-reaching tasks for examination of both cognitive and motor abilities. In other words, the ankle velocity pattern can provide information on both cognition and motor ability of patients. For example, the velocity pattern of the elderly cognitive-impaired group fluctuated more than that of the elderly cognitive-intact group (Figure 2 ). This may be due to the fact that both trail-making and ankle-reaching tasks require performing automatic corrections under voluntary control by the brain in order to sharpen target localization [40] . Therefore, the noisy velocity pattern signifies the decrease of motor planning skills in geriatric populations with cognitive impairment.
Cognitive impairment is a symptom that makes it difficult for patients to remember, learn new things, concentrate, or make decisions. While cognitive impairment can be identified with pencil-and paper-based screening tools, such as the MoCA, MMSE, and conventional TMT, these assessments are semi-subjective, time consuming, and insensitive to subtle changes in cognitive frailty. Their accuracy is highly dependent on the examiner's experience and the patient's education level [32, 41] . Computerized versions of conventional cognitive screening tools have improved the utility of such measurements. However, they are not capable of monitoring motor performance (an essential component of frailty) and anticipatory planning abilities (an essential component for successfully accomplishment of instrumental activities of daily living) thus are not able to detect cognitive frailty, a known predictor of speed of cognitive decline over time. The dual task paradigm can be used to screen for both cognitive and motor performance and identify both cognitive impairment and frailty [2, 36] . The most stablished dual task paradigm is dual task walking. Dual task walking can isolate the cognitive control component of locomotion and expose cognitive deficits through the evaluation of activities that simultaneously demand attentional resources. In addition, dual task walking test is sensitive in determining frailty [36] . However, many older adults have mobility impairment and high risk of falling, making the administration of walking test challenging, in particular in busy clinical settings. In addition, limits on space and time in busy clinics can influence the execution of such tests [42] . Even if gait is assessed over short walking distance to accommodate space limitation, it is debated whether dual-task walking test is reliable over a short walking distance (less than 20 m) [38, 43] . The proposed ankle reaching task derived MPE addresses the aforementioned limitations associated with penciland paper-based screening tools as well as dual task gait. The iTMT platform consists of a low-cost wearable sensor combined with an interactive interface installable on any standard computer [32] . It is simple, short, safe, and easy to manage by non-expert users [32] . The iTMT platform does not require walking test. It allows long-term quantification of anticipatory motor planning regardless of setting.
In an early study [32] , we demonstrated that the iTMT time is an efficient marker to discriminate among age-matched healthy, amnestic mild cognitive impairment, and Alzheimer's disease groups. However, the iTMT time is a global marker of the trail-making performance. It is the total time that a subject needs to complete the iTMT test and can be influenced by many factors such as the time a subject needs to search and locate targets, the speed a subject can rotate the ankle, the number of mistakes a subject makes during the test, etc. Therefore, the iTMT time is not a specific maker of cognitive-motor impairment. It may not be as sensitive as the iTMT MPE in identifying cognitive-motor impairment and assessing cognitive frailty. The iTMT MPE is derived from ankle velocity measurements during the trail-making test. It is a specific marker which can evaluate both cognitive and motor abilities equally and simultaneously. We collected both iTMT markers in the present study and compared them in Tables 2 and 3 . Although Table 2 shows that both iTMT markers possessed significant differences between the three groups (p < 0.001), Table 3 shows that the iTMT MPE had a larger effect size than the iTMT time for discriminating among the three groups, mainly because of relatively lower intra group variation, in particular among the elderly group with cognitive impairment. For instance, when examining the difference between older adults with and without cognitive impairment, the effect size was increased from 1.21 (large effect size) by using the iTMT time to 1.86 (very large effect size) by using the iTMT MPE. In addition, only the iTMT MPE can discriminate between young-healthy and elderly cognitive-intact without adjustment for age. This may be because the major difference between these two groups exists in the motor domain caused by aging. Thus, we may speculate that the iTMT MPE is a cognitive-motor sensitive metric, and may be able to determine motor deficit between groups with comparable cognitive functions. Before adjusting for age and BMI, the iTMT MPE was able to discriminate between all three groups. After adjusting for age and BMI, the difference between young-healthy and older adults was diminished irrespective of cognitive status. However, when comparing between older adults with and without cognitive impairment, the between-group difference remained significant after adjustment. This may suggest that the iTMT MPE is sensitive to age but also able to determine cognitive impairment in the same age categories.
One of the unique opportunities of the iTMT platform is its ability to determine frailty status. In another study, we demonstrated that iTMT parameters were also able to identify presence and absence of frailty phenotypes (Cohen's d effect size = 0.81-1.56). Specifically, the iTMT maximum ankle reaching velocity was associated with slowness, changes in ankle velocity from the first reaching task to the last reaching task was an indicator of exhaustion, ankle reaching moment was a representation of weakness, and jerkiness of ankle movement was associated with inactivity. These parameters allow identification of non-frail, pre-frail, and frail older adults, as identified by the Physical Frailty Phenotype [10] , with large to very large effect sizes (d = 1.04-3.14). Together with results of the current study in which we demonstrated that motor planning error is an indicator of cognitive impairment, it is postulated that the iTMT platform is able to determine cognitive frailty, a strong predictor of elderly dependency in the near future [8] . Recent studies suggest that frailty is also a significant predictor of cognitive decline over a short period of time. For example, Kelaiditi et al. [9] demonstrated that frail patients with AD have almost twice the decline in cognitive performance over one year follow up than AD patients without frailty. The same study concluded that a one-unit (0.033 points) increase in the frailty index (indicator of cumulative deficits) corresponds to significant and clinically relevant cognitive decline, after adjusting for age, sex, and years of education (0.63-4.63 points on the MMSE, p = 0.010).
Another advantage of the iTMT platform is that it uses wearable technology, instead of camera or force platform, to evaluate motor-cognitive performance in older adults. Unlike low-cost camera-based motion tracking system (e.g., Microsoft Kinect), wearable sensors do not require a continuous unobstructed sightline; and thus the test could be administrated behind of a chair to provide support if needed. In addition, the examiner could be next to the subject to provide safety, unlike with the camera-based system. This safety feature is especially important during the iTMT in older adults, in particular, those with cognitive impairment and dementia, who have increased fall risk. The force platform is similar to wearable sensor, which is not limited by continuous unobstructed sightline. However it has other limitations making it unsuitable for motor planning error assessment. For instance, commercially available and low-cost force platforms (e.g., Nintendo Wii Fit) restrict the base of support during testing, which is unsuitable for obese patients or those who need large base of support to maintain balance during dynamic tasks [44] . Furthermore, wearable sensors enable measuring kinematics of body joint of interest and thus diversify the tests. Force platforms, however, are limited to measure only center of pressure or ground reaction force without any information from joint angles.
Limitations and Future Directions
Despite the advantages of the iTMT platform enabling us to prescreen for cognitive-motor impairment and cognitive frailty, there are some limitations in this study. Our subjects were recruited from specialized outpatient clinics (e.g., cancer clinic, vascular clinic, dementia clinic, etc.) instead of older adults dwelling communities. Thus our sample may not represent general elderly population. The instruments (MMSE or MoCA) used to identify cognitive impairment in different clinics were not identical. Future study should be done on different days and be administered by different examiners in order to assess test-retest reliability. In addition, this study analyzed the iTMT MPE while standing, which disqualifies bedbound and non-ambulatory patients. This study invites further analysis of the motor planning error while sitting or lying down in order to identify cognitive-motor impairment in bedbound patients.
Conclusions
In conclusion, we have demonstrated that motor planning error, which could be estimated from a low-cost and simple wearable platform, is able to simultaneously determine cognitive and motor impairments. Based on our observations, the test is feasible and practical even for those with severe cognitive impairment (MoCA < 17) and poor motor performance (single task walking stride velocity < 0.5m/s). The test is fast (taking less than one minute on average, excluding preparation and sensor attachment), it requires a single inertial sensor (i.e., gyroscope) and low-cost standard computer or tablet, and is reliable as demonstrated in our previous study [32] . Despite the simplicity, it can provide important clinical information about cognitive-motor impairment and cognitive frailty in geriatric populations. The proposed iTMT platform could also be used as an alternative test for dual task gait, which is often impractical in busy clinics and homes, where the space for gait assessment is not available, and for patients with limited mobility (e.g., need to walk with walking accessories). Thus, it can easily be used for both community dwelling elderly as well as those in busy hospital settings.
